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1   Electronic Drinking Water Reports System 

1.1   Introduction 

The Electronic Drinking Water Reports System  (eDWRS)   is a web-based information system that allows 

the regulated community to electronically submit reports to the Alabama Department of Environmental 

Management (ADEM). 

The eDWRS provides an alternative to submitting hand-written or paper-based reports that is faster, 

more efficient, and requires less processing for laboratories and ADEM.  As a fully operational electronic 

reporting system, all of the necessary legal, security, and electronic signature functionalities have been 

included to serve as a completely paperless reporting system. 

1.2   System Contact 

The eDWRS Coordinator can be reached at: 

eDWRS 
eDWRS Coordinator 
Donna Barton 
eDWR@adem.state.al.us 
Phone:  (334) 271-7726 

 

 

mailto:DBarton@adem.state.al.us
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2   Data Requirements for Drinking Water Reports 
The eDWRS has two laboratory reports available: 

 Generic Chemical DWR: used for reporting chemical and radiological sample / results 

 Generic Coliform DWR: used for reporting microbiological and coliform sample / results 
 

The XML Field Name/Description, Schema Mapping, and Validation requirements are listed in the order 

they are entered in the XML schema by sections:  Lab Identification, Sample, and Sample Analysis 

Results.  The Lab Identification, Sample, and part of the Sample Analysis Results are identical for both 

reports.  The Chemical and Coliform specific Sample Analysis Results data fields are detailed in the 

Sample Analysis Results section.
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2.1   Lab Identification Data Elements 

 

 ID Field Name/Description Schema Mapping Validation 

L

A

B  

I

D 

1 
LabAccreditationIdentifier - The Lab 

Certification Number assigned to the 

reporting Laboratory. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:LabIdentification> 

        <EN:LabAccreditation> 

          <EN:LabAccreditationIdentifier> 

1. Required. 

2. Must be a lab certification number that is 

active in eDWRS and is associated with the 

PWS. 

2 LabAccreditationAuthorityName - The 

authority which assigned the accreditation 

number. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:LabIdentification> 

        <EN:LabAccreditation> 

          <EN:LabAccreditationAuthorityName> 

1. Required. 

2. Either STATE or FEDERAL 
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2.2   Sample Data Elements 

 

 ID Field Name/Description Mapping to eDWRS Schema Validation 

S

A

M

P

L

E 

3 LabSampleIdentifier - A unique identifier 

assigned or used by the laboratory that 

will ensure that each received sample will 

allow the sample to be linked with the 

applicable result. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:SampleIdentification> 

          <EN:LabSampleIdentifier> 

1. Required. 

2. Field must not exceed 20 characters in 

length. 

3. Must be unique: cannot use the same 

LabSampleIdentifier for the same Laboratory 

Certification Number and Collection Year. 

4 PWSIdentifier - The Public Water System 

(PWS) identification number. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:SampleIdentification> 

          <EN:PWSIdentifier> 

1. Required. 

2. Field must not exceed 11 characters in 

length 

3. Must be a valid PWS ID Number. 

4. Lab must be authorized to submit for the 

Water System. 

5 PWSFacilityIdentifier - Public Water 

System Facility Identification number. -  

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:SampleIdentification> 

          <EN:PWSFacilityIdentifier> 

1. Required. 

2. Field must not exceed 12 characters in 

length. 

3. Must be a valid Water Facility State Code. 

4. Must belong to the water system specified 

in PWSIdentifier field. 
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 ID Field Name/Description Mapping to eDWRS Schema Validation 

6 SampleRuleCode - Identifies the sample 

category as either Total Coliform/Lead & 

Copper/Chemical etc. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:SampleIdentification> 

          <EN:SampleRuleCode> 

1. Required. 

2. Must be one of the following: 

GE – General Sample 

PB – Lead and Copper 

TC – Total Coliform 

3. Must be the appropriate value based on the 

analyte reported. 

7 SampleMonitoringTypeCode - Indicates 

whether the sample is taken for “Routine” 

purposes or is a “Repeat,” “Confirmation,” 

etc.  Several types are available although 

not all may be used with samples taken 

for compliance. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:SampleIdentification> 

          <EN:SampleMonitoringTypeCode> 

1. Required. 

2. Must be one of the following: 

RT – Routine 

CO –Confirmation 

RP – Repeat 

SP – Special 

MR – Max Residence Time 

8 ComplianceSampleIndicator - Indicates 

whether the sample is taken for 

compliance. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:SampleIdentification> 

          <EN:ComplianceSampleIndicator> 

1. Required. 

2. Must be one of the following: 

Y – Yes 

N – No 

3. If a SampleRejectionReasonCode is present, 

must be N 

9 AdditionalSampleIndicator - Indicates 

whether the sample is a replacement. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:SampleIdentification> 

          <EN:AdditionalSampleIndicator> 

1. Optional. 

2. Must be one of the following 

Y – Yes 

N – No 
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 ID Field Name/Description Mapping to eDWRS Schema Validation 

10 OriginalSampleIdentifier - Identifies the 

original sample that this sample replaces, 

confirms, or is a repeat for. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:SampleIdentification> 

          <EN:OriginalSampleIdentification> 

            <EN:OriginalSampleIdentifier> 

1. Required if SampleMonitoringTypeCode is 

"CO" or "RP". 

2. Required if AdditionalSampleIndicator is ‘Y’.  

3. Must not exceed 20 characters. 

11 LabAccreditationIdentifier – Identifies the 

Lab ID of the original Lab that submitted 

the sample that this sample replaces, 

confirms, or is a repeat for. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:SampleIdentification> 

          <EN:OriginalSampleIdentification> 

            <EN:OriginalSampleLabAccreditation> 

              <EN:LabAccreditationIdentifier>  

1. Required if SampleMonitoringTypeCode is 

"CO" or "RP". 

2. Required if AdditionalSampleIndicator is ‘Y’. 

3. Must not exceed 20 characters. 

12 LabAccreditationAuthorityName – 

Identifies the name of the original Lab that 

submitted the sample that this sample 

replaces, confirms, or is a repeat for. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:SampleIdentification> 

          <EN:OriginalSampleIdentification> 

            <EN:OriginalSampleLabAccreditation> 

              <EN:LabAccreditationIdentifier> 

              <EN:LabAccreditationAuthorityName> 

1. Required if SampleMonitoringTypeCode is 

"CO" or "RP". 

2. Required if AdditionalSampleIndicator is ‘Y’. 

3. Must not exceed 20 characters. 
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 ID Field Name/Description Mapping to eDWRS Schema Validation 

13 SampleCollectionEndDate - The calendar 

date when the sample was collected. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:SampleIdentification> 

          <EN:SampleCollectionEndDate> 

1. Required. 

2. Must be a valid calendar date. 

3. Cannot be greater than the current date. 

14 SampleRejectionReasonCode – A code 

that indicates the reason for rejecting the 

sample for analysis.  

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:SampleIdentification> 

          <EN:SampleRejectionReasonCode > 

1. Optional 

2. Must be one of the following: 

BP – Invalid Sampling Point 

BR – Broken 

CL – Chlorine Present 

EH – Exceeds Holding Time 

FZ – Frozen Sample 

HS – Excessive Headspace 

IN – Insufficient Sample      Protocol 

IP – Invalid Sampling Protocol 

LA – Lab Accident 

LT – Leaked in Transit 

VO – Insufficient Volume 

15 MeasurementQualifier – The qualifier for 

the measurement value. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:SampleIdentification> 

          <EN:SpecializedMeasurement > 

            <EN:MeasurementQualifier> 

1. Optional 

2. Must not exceed a max of 1 character. 
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 ID Field Name/Description Mapping to eDWRS Schema Validation 

16 MeasurementValue – A number to 

identify the measurement value. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:SampleIdentification> 

          <EN:SpecializedMeasurement > 

            <EN:MeasurementValue> 

1.  Optional 

2. The MeasurmentValue must be reported in 

the required units as determined by the 

SpecializedMeasurmentTypeCode as 

follows:  

FlowRate  –  gal/min 

PH  – pH unit 

Turbidity - NTU 

WaterTemperature – C or F 

TotalChlorineResidual – MG/L 

         FreeChlorineResidual – MG/L 

 

17 MeasurementUnit – The unit of measure 

for the measurement value. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:SampleIdentification> 

           <EN:SpecializedMeasurement > 

             <EN:MeasurementUnit> 

1. Required if 

SpecializedMeasurementTypeCode indicates 

Temperature. 

Must be one of the following: 

F – Fahrenheit 

C – Celsius 

 

18 MeasurementSignificantDigit – the 

number of significant digits for the 

measurement value.  

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:SampleIdentification> 

          <EN: SpecializedMeasurement > 

            <EN:MeasurementSignificantDigit> 

1. Optional 
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 ID Field Name/Description Mapping to eDWRS Schema Validation 

19 SpecializedMeasurementTypeCode – 

Code identifying the type of 

measurement.   

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:SampleIdentification> 

          <EN: SpecializedMeasurement > 

            <EN:SpecializedMeasurementTypeCode> 

1. Optional 

2. Must be one of the following: 

FlowRate 

PH 

Turbidity 

WaterTemperature 

TotalChlorineResidual 

FreeChlorineResidual 

20 Comments - The optional comment field 

for the sample, if included, will only 

accept a max of 2000 characters. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:SampleIdentification> 

          <EN:SampleComments> 

             <EN:Comments> 

1. Optional 

2. Must not exceed a max of 2000 characters 

21 SampleLocationIdentifier - The text 

describing the unique name, number, or 

code assigned to identify the Sample 

station/location. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:SampleLocationIdentification> 

          <EN:SampleLocationIdentifier> 

1. Required. 

2. Must not exceed 11 characters in length. 

3. Must be a valid SampleLocationIdentifier. 

4. Must belong to the PWSFacilityIdentifier and 

WSIdentifier specified. 
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2.3   Sample Analysis Results Data Elements 

2.3.1 Sample Analysis Results Data Elements Common to Generic Chemical and Coliform DWR 
 

 ID Field Name/Description Mapping to eDWR Schema Validation 

S

A

M

P

L

E  

A

N

A

L

Y

S

I

S  

R

E

S

U

L

T

S 

22 LabAccreditationIdentifier - The Lab 

Certification Number assigned to the 

analysis Laboratory (the Laboratory that 

processed the samples). 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:LabAnalysisIdentification> 

            <EN:LabAccreditation> 

              <EN:LabAccreditationIdentifier> 

1. Required. 

2. Must be a lab certification number that is 

active in eDWRS. 

23 LabAccreditationAuthorityName - The 

authority which assigned the accreditation 

number. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:LabAnalysisIdentification> 

            <EN:LabAccreditation> 

              <EN:LabAccreditationAuthorityName> 

1. Required. 

2. Either STATE or FEDERAL 

24 MethodIdentifier - Number or code that 

indicates the type of method used. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:LabAnalysisIdentification> 

            <EN:SampleAnalyticalMethod> 

              <EN:MethodIdentifier> 

1. Optional. 

2. Field must not exceed 12 characters in 

length. 

3. Must be a valid SDWIS/State Analysis 

method code. 

4. Must be a valid method for the analyte 

reported. 



ADEM  eDWR XML Guide 

Page 13 of 24 
 

 ID Field Name/Description Mapping to eDWR Schema Validation 

25 AnalysisEndDate - The calendar date 

when the analysis was finished. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:LabAnalysisIdentification> 

            <EN:AnalysisEndDate> 

1. Required. 

2. Must be a valid calendar date. 

3. Must be on or after the 

SampleCollectionEndDate. 

4. Format is yyyy-MM-dd. 

26 AnalysisEndTime - The local time when 

the analysis was finished. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:LabAnalysisIdentification> 

            <EN:AnalysisEndTime> 

1. Optional. 

2. Must be a valid time. 

3. Format is HH:mm:ss. 

27 AnalyteCode - Analyte code assigned by 

the agency. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:AnalyteIdentification> 

            <EN:AnalyteCode> 

1. Required. 

2. Must be a valid analyte code. 
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2.3.2 Sample Analysis Results Data Elements Specific to the Generic Chemical DWR 
 

 ID Field Name/Description Mapping to eDWR Schema Validation 

C

H

E

M

I

C

A

L  

   

R

E

S

U

L

T

S 

 

 

28 MeasurementValue - If detected, this is 

the concentration value of the result 

reported as a number. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:AnalysisResult> 

            <EN:Result> 

              <EN:MeasurementValue> 

1. Required if DataQualityCode is accepted 

and MeasurementQualifier is set to No. 

2. Required to be to the nearest thousandths 

place if the AnalyteCode is 2950 (TTHM) or 

2456 (HAA5). 

3. Must be numeric. 

4. Must not exceed 14 characters in length. 

5. Not allowed if DataQualityCode is Rejected. 

29 MeasurementUnit - If detected, this is the 

unit of measure associated with 

concentration. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:AnalysisResult> 

            <EN:Result> 

              <EN:MeasurementUnit> 

1. Required if DataQualityCode is accepted 

and MeasurementQualifier is set to No. 

 

30 MeasurementSignificantDigit – the 

number of significant digits for the 

measurement value. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:AnalysisResult> 

            <EN:Result> 

              <EN:MeasurementSignificantDigit> 

1. Optional 
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 ID Field Name/Description Mapping to eDWR Schema Validation 

31 DetectionLimitTypeCode - One of a list of 

client, regulation, or organization defined 

acronyms and/or statistic methodologies 

that specify the type of detection limit. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:AnalysisResult> 

            <EN:DetectionLimitTypeCode> 

1. Required if DataQualityCode is accepted 

and MeasurementQualifier is set to Yes. 

2. Must be one of the following: 

MDL – Federal Minimum Detection Limit 

MRL – Lab Reporting Level 

32 MeasurementQualifier - When set to “Y,” 

indicates that the analytical result is less 

than either the Lab Reporting Level 

(supplied by the lab) or the federal 

minimum detection limit. Typically set to 

“Y” for a non-detect result. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:AnalysisResult> 

           <EN:DetectionLimit> 

             <EN:MeasurementQualifier> 

1. Required if DetectionLimitTypeCode is 

provided. 

2. Must be one of the following: 

Y – Yes 

N - No 

33 MeasurementValue - If non-detect, the 

constituent concentration that, when 

processed through the complete method, 

produces a signal that is statistically 

different from a blank. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:AnalysisResult> 

            <EN:DetectionLimit> 

              <EN:MeasurementValue> 

1. Required if DataQualityCode is accepted 

and MeasurementQualifier is set to Yes. 

2. Must be numeric. 

3. Must not exceed 16 characters in length. 
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 ID Field Name/Description Mapping to eDWR Schema Validation 

34 MeasurementUnit - If non-detect, the 

Unit of Measure of the constituent 

concentration that, when processed 

through the complete method, produces a 

signal that is statistically different from a 

blank. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:AnalysisResult> 

            <EN:DetectionLimit> 

              <EN:MeasurementUnit> 

1. Required if DataQualityCode is accepted 

and MeasurementQualifier is set to Yes. 

2. Must not exceed 14 characters in length. 

35 Comment - The optional comment field 

for the analysis result, if included, will only 

accept a max of 2000 characters. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:AnalysisResult> 

            <EN:AnalysisResultComment> 

              <EN:Comment> 

1. Optional 

2. Must not exceed a max of 2000 characters 

36 DataQualityCode - Code indicating 

whether or not the analytical result meets 

established data quality criteria.   

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:QAQCSummary> 

            <EN:DataQualityCode> 

1. Required. 

2. Must be one of the following: 

A – Accepted 

R – Rejected 

P – Preliminary 

V – Validated 
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 ID Field Name/Description Mapping to eDWR Schema Validation 

37 DataQualityRejectCode – Code indicating 

the reason the result was rejected when 

DataQualityCode is “R”. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:QAQCSummary> 

            <EN:DataQualityRejectCode> 

1. Required if DataQualityCode is Rejected. 

2. Must be one of the following: 

IF – Instrument Failure 

LE – Lab Error 

LC – Lab Not Certified 

OT – Other 

RC – Requester Cancelled 

WR – Water System Rejected 

38 DataQualityRejectText – A short 

explanation of why the sample was 

rejected. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:QAQCSummary> 

            <EN:DataQualityRejectText> 

1. Required if DataQualityCode is Rejected. 

2. Must not exceed a max of 2000 Characters 
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2.3.3 Sample Analysis Results Data Elements Specific to the Generic Microbial DWR 
 

 ID Field Name/Description Mapping to eDWRS Schema Validation 

M

I

C

R

O

B

I

A

L  

 

R

E

S

U

L

T

S 

28 MeasurementQualifier - 

Presence/Absence indicator - P indicates 

that the microbiological result is positive 

while A indicates a negative result. 

<EN:eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:AnalysisResult> 

            <EN:Result> 

              <EN:MeasurementQualifier> 

1. Required if Data Quality is Accepted  

2. Must be one of the following: 

A – Absence 

P – Presence 

3. Must be omitted if DataQualityCode is 

Rejected. 

  

29 MeasurementValue - Value greater than 0 

indicates a positive microbiological result. 

<EN:eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:AnalysisResult> 

            <EN:Result> 

              <EN:MeasurementValue> 

1. Optional 

2. Must not be populated if 

MeasurementQualifier  is A 

3. Must be omitted if DataQualityCode is 

Rejected. 

 

30 MeasurementUnit - Type of 

microbiological unit that is being counted 

per specified count unit. Count type varies 

with the microbiological organism where 

count is being recorded. 

<EN:eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:AnalysisResult> 

            <EN:Result> 

              <EN:MeasurementUnit> 

1. Required if  MeasurementValue is greater 

than 0 

2. Must be omitted if DataQualityCode is 

Rejected. 
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 ID Field Name/Description Mapping to eDWRS Schema Validation 

31 MeasurementSignificantDigit – the 

number of significant digits for the 

measurement value. 

<EN:eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:AnalysisResult> 

            <EN:Result> 

              <EN:MeasurementSignificantDigit> 

1. Optional 

2. Must be omitted if DataQualityCode is 

Rejected. 

32 MicrobialResultCountTypeCode - Type of 

microbiological unit that is being counted 

per specified count unit. Count type varies 

with the microbiological organism where 

count is being recorded. 

<EN:eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:AnalysisResult> 

            <EN:Result> 

              <EN:MicrobialResultCountTypeCode> 

1. Required if MeasurementValue is greater 

than 0 

33 Comment - The optional comment field 

for the analysis result, if included, will only 

accept a max of 2000 characters. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:AnalysisResult> 

            <EN:AnalysisResultComment> 

              <EN:Comment> 

1. Optional 

2. Must not exceed a max of 2000 Characters 
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 ID Field Name/Description Mapping to eDWRS Schema Validation 

34 DataQualityCode - Code indicating 

whether or not the analytical result meets 

established data quality criteria.   

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:QAQCSummary> 

            <EN:DataQualityCode> 

1. Required. 

2. Must be one of the following: 

A – Accepted 

R – Rejected 

P – Preliminary 

V – Validated 

 

 35 DataQualityRejectCode – Code indicating 

the reason the result was rejected when 

DataQualityCode is “R”. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:QAQCSummary> 

            <EN:DataQualityRejectCode> 

1. Required if DataQualityCode is Rejected. 

2. Must be one of the following: 

IF – Instrument Failure 

LE – Lab Error 

LC – Lab Not Certified 

OT – Other 

RC – Requester Cancelled 

WR – Water System Rejected 

 

36 DataQualityRejectText – A short 

explanation of why the sample was 

rejected. 

<eDWR> 

  <EN:Submission> 

    <EN:LabReport> 

      <EN:Sample> 

        <EN:AnalysisResultInformation> 

          <EN:QAQCSummary> 

            <EN:DataQualityRejectText> 

1. Required if DataQualityCode is Rejected. 

2. Must not exceed a max of 2000 Characters 
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Appendix A:   XML Example 
 
 
<?xml version="1.0" encoding="UTF-8"?> 
<!--Sample XML file generated by XMLSpy v2010 rel. 2 (http://www.altova.com)--> 
<EN:eDWR xmlns:EN="urn:us:net:exchangenetwork" xmlns:SDWIS="http://www.epa.gov/sdwis" xmlns:facid="http://www.epa.gov/xml" 
xmlns:ns3="http://www.epa.gov/xml" xmlns:xsi="http://www.w3.org/2001/XMLSchema-instance"> 
<EN:Submission> 
 <EN:LabReport> 
  <EN:LabIdentification> 
   <EN:LabAccreditation> 
    <EN:LabAccreditationIdentifier/> 
    <EN:LabAccreditationAuthorityName>String</EN:LabAccreditationAuthorityName> 
   </EN:LabAccreditation> 
  </EN:LabIdentification> 
  <EN:Sample> 
   <EN:SampleIdentification> 
    <EN:LabSampleIdentifier>a</EN:LabSampleIdentifier> 
    <EN:PWSIdentifier>000000000</EN:PWSIdentifier> 
    <EN:PWSFacilityIdentifier>a</EN:PWSFacilityIdentifier> 
    <EN:SampleRuleCode>TC</EN:SampleRuleCode> 
    <EN:SampleMonitoringTypeCode>RT</EN:SampleMonitoringTypeCode> 
    <EN:ComplianceSampleIndicator>Y</EN:ComplianceSampleIndicator> 
    <EN:AdditionalSampleIndicator>Y</EN:AdditionalSampleIndicator> 
    <EN:OriginalSampleIdentification> 
     <EN:OriginalSampleIdentifier>a</EN:OriginalSampleIdentifier> 
     <EN:OriginalSampleLabAccreditation> 
      <EN:LabAccreditationIdentifier/> 
      <EN:LabAccreditationAuthorityName>String</EN:LabAccreditationAuthorityName> 
     </EN:OriginalSampleLabAccreditation> 
    </EN:OriginalSampleIdentification> 
    <EN:SampleCollectionEndDate>1901-01-01</EN:SampleCollectionEndDate> 
    <EN:SampleRejectionReasonCode>a</EN:SampleRejectionReasonCode> 
    <EN:SpecializedMeasurement> 
     <EN:MeasurementQualifier/> 
     <EN:MeasurementValue>9999999999</EN:MeasurementValue> 
     <EN:MeasurementUnit/> 
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     <EN:MeasurementSignificantDigit>0</EN:MeasurementSignificantDigit> 
     <EN:SpecializedMeasurementTypeCode>String</EN:SpecializedMeasurementTypeCode> 
    </EN:SpecializedMeasurement> 
    <EN:SampleComments> 
     <EN:Comments>a</EN:Comments> 
    </EN:SampleComments> 
   </EN:SampleIdentification> 
   <EN:SampleLocationIdentification> 
    <EN:SampleLocationIdentifier/> 
   </EN:SampleLocationIdentification> 
   <EN:AnalysisResultInformation> 
    <EN:LabAnalysisIdentification> 
     <EN:LabAccreditation> 
      <EN:LabAccreditationIdentifier/> 
      <EN:LabAccreditationAuthorityName>String</EN:LabAccreditationAuthorityName> 
     </EN:LabAccreditation> 
     <EN:SampleAnalyticalMethod> 
      <EN:MethodIdentifier/> 
     </EN:SampleAnalyticalMethod> 
     <EN:AnalysisEndDate>1901-01-01</EN:AnalysisEndDate> 
     <EN:AnalysisEndTime>00:00:00</EN:AnalysisEndTime> 
    </EN:LabAnalysisIdentification> 
    <EN:AnalyteIdentification> 
     <EN:AnalyteCode>a</EN:AnalyteCode> 
    </EN:AnalyteIdentification> 
    <EN:AnalysisResult> 
     <EN:Result> 
      <EN:MeasurementQualifier/> 
      <EN:MeasurementValue>9999999999</EN:MeasurementValue> 
      <EN:MeasurementUnit/> 
      <EN:MeasurementSignificantDigit>0</EN:MeasurementSignificantDigit> 
      <EN:MicrobialResultCountTypeCode>a</EN:MicrobialResultCountTypeCode> 
     </EN:Result> 
     <EN:DetectionLimitTypeCode/> 
     <EN:DetectionLimit> 
      <EN:MeasurementQualifier/> 
      <EN:MeasurementValue>9999999999</EN:MeasurementValue> 
      <EN:MeasurementUnit/> 
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      <EN:MeasurementSignificantDigit>0</EN:MeasurementSignificantDigit> 
     </EN:DetectionLimit> 
     <EN:ResultStateNotificationDate>1901-01-01</EN:ResultStateNotificationDate> 
     <EN:AnalysisResultComment> 
      <EN:Comments>a</EN:Comments> 
     </EN:AnalysisResultComment> 
    </EN:AnalysisResult> 
    <EN:QAQCSummary> 
     <EN:DataQualityCode>A</EN:DataQualityCode> 
     <EN:DataQualityRejectCode>a</EN:DataQualityRejectCode> 
     <EN:DataQualityRejectText>a</EN:DataQualityRejectText> 
    </EN:QAQCSummary> 
   </EN:AnalysisResultInformation> 
  </EN:Sample> 
 </EN:LabReport> 
</EN:Submission> 
</EN:eDWR> 
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